Evaluation of efficiency of carbon fibrous haemosorbents (CFH).
The efficiency of CFH under experimental and clinical conditions was studied. Comparison of kinetics and sorption parameters of CFH and commercial haemosorbents was made. Preferences of CFH in sorption from model mediums and blood of exo- and endogenic poisons of different molecular weights were shown. The expediency of CFH using for purposes of haemocarboperfusion in clinics was based. Negatively influence of CFH was not marked.